Tension pneumothorax during flexible bronchoscopy in a nonintubated infant.
We describe the case of a tension pneumothorax occurring during flexible bronchoscopy in a nonintubated infant. The pneumothorax likely occurred secondary to wall source oxygen insufflation via the bronchoscope without sufficient gas egress. The use of wall source oxygen via the bronchoscope working channel is inherently dangerous and should be avoided.